July 29, 1982

M. R G Keearns

Wl Ilianms Pipe Line Conpany
P. 0. Box 3448

Tul sa, Okl ahoma 74101

Dear M. Keearns:

Your letter dated February 16, 1982, requested a waiver from

conpliance with ?7195.310 by using a digital pressure gauge in
lieu of a dead wei ght tester.

Encl osed is a Pipeline Safety Regul atory Interpretation of
?7195. 310 which states that the use of a dead wei ght tester is not

requi red. Hence, a waiver from conpliance with?195.310 is not
required in order to use the proposed digital pressure gauge for
hydrostatic testing.

Si ncerely,

Mel vin A. Judah

Acting Associate Director for

Pi peline Safety Regul ation

Mat eri als Transportation Bureau

Encl osure
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No. 82-6
Date: July 29, 1982

DEPARTMENT OF TRANSPORTATI ON

RESEARCH AND SPECI AL PROGRAMS ADM NI STRATI ON

MATERI ALS TRANSPORTATI ON BUREAU

Pl PELI NE SAFETY REGULATORY | NTERRETATI ON

Not e: A pipeline safety regulatory
interpretation applies a
particular rule to a particul ar set of
facts and circunstances, and, as such,
may be relied upon only by those persons
to whomthe interpretation is
specifically addresses.
SECTI ON: 195. 310
SUBJECT: Use of a digital pressure gauge in lieu of a
dead wei ght tester during hydrostatic test.
FACTS: Wl lianms Pipe Line Conpany |letter dated

| NTERPRETATI ON:

dal \ 195\ 310\ 82-07- 29

February 16, 1982, requested a waiver from

conpliance with ?7195.310 to use a digital
pressure gauge instead of a dead wei ght
tester.

Section 195. 310 does not require the use of
dead wei ght testers during hydrostatic test.
The purpose of the use of the termis to
assure that substantial evidence of testing
is kept and when ?195. 310 was adopted, dead

wei ght testers were in common use.
Conpar abl e data from nodern equi pment wil|
suffice in neeting the requirenents of

?195. 310.

Mel vin A. Judah
Acting Associate Director for



Pi peline Safety Regul ation
Mat eri als Transportation Bureau

February 16, 1982

M. Melvin A Judah

Acting Associate Director

for Pipeline Safety Regul ati ons
Mat eri al s Transportation Bureau
U. S. Departnment of Transportation
400 Seventh Street, S. W

Washi ngton, D.C. 20590

Dear M. Judah:

I n accordance with Sub-part E of Regul ations for
Transportation of Liquids by Pipeline, Part 195.310, we now use
t he deadwei ght tester for nmeasurenent of pressure during
hydrostatic testing. The field survey type deadwei ght tester,
however, has presented certain problens as foll ows:

1. The wei ghts are easily dropped and scored making their
mass and, therefore, the accuracy of their neasurenents
dubi ous.

2. We do not have the facilities to calibrate deadwei ghts
and, therefore, nust trust the original manufacturer
totally.

3. Determ ning a pressure reading with a field deadwei ght
tester is conplicated, nmaking operator error a conmon
pr obl em

Qur research has turned up a pressure neasuring device which
we feel offers better accuracy than the field deadwei ght tester
is actual service.

Encl osed are technical specifications of the "Gage 1"
di gital pressure gauge, manufactured by Vaetrix, a division of
Tayl or Tools. W have tested one of these units and found it
operates well within the accuracy specifications.

We therefore request a waiver to use the "Gauge 1" digital
pressure gauge in place of the field deadwei ght tester for which
deadwei ght testers are currently required by federal regul ations.

Very truly yours,

dal \ 195\ 310\ 82-07- 29



R G Keearns
Manager of Environmental Affairs
and Pipe Line Safety

Encl osure
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